Particle-free environment for refractive keratoplasty.
The refractive keratoplasty techniques of keratomileusis and keratophakia require meticulous care to avoid intralamellar foreign particles. A portable High Efficiency Particular Air Filter Unit has been designed to meet the needs of those surgeons clinically performing this surgery. The unit, combined with amorphic techniques has minimized the clinical problem of particulate matter for the general hospital.